On the elimination of pulse wave velocity in stroke volume determination from the ultralow-frequency displacement ballistocardiogram

A. G. W. van Brummelen, Ph.D.*
W. R. Scarborough, M.D.**
W. K. T. Josenhans, M.D.***
Utrecht, Netherlands

Many formulas have been derived to determine the stroke volume from the ballistocardiogram (BCG). In the older formulas the displacement record of a high-frequency ballistocardiograph (HF-BCG) was employed as the source of information. A more recent attempt utilized the low-frequency ballistocardiograph (LF-BCG). In reality, when the high-frequency ballistocardiograph was used for recording the ballistocardiogram, the computation of stroke volume was based on the acceleration of the "internal" center of gravity; in the case of the low-frequency ballistocardiograph, it was based on motions of the internal center of gravity, which were hybrid mixtures of displacement and velocity. In both cases, the external motions were "impure" and distorted representations of the "true" internal driving mass-motions.

The formulas used to derive the stroke volume from tracings from the high-frequency (Starr) bed involved a square root relationship between quantities measured from the BCG and the stroke volume. However, it turned out that the statistically determined exponent was between 1 and 2, and only somewhat closer to 2 than to 1.

In the course of the development of ballistocardiographic systems it has become clear that the ultralow-frequency (ULF) instrument is superior to the other types of ballistocardiographs, for a number of reasons, among which is the ease with which displacement curves can be obtained. It is only logical, therefore, that the modern approach in computing stroke volume, or a quantity proportional to it, from the ballistocardiogram utilizes the ULF instrument only. The most logical attempt to derive information about stroke volume would seem to make use of the displacement record, since this curve represents the shift in the body's center of gravity caused by the ejection of blood from the heart with each systole. Therefore, attention has recently been focused on the displacement record. Since there was no strong evidence that quadratic relationships should be assumed, every investigator has started with the assumption that the system is a linear one.

Fig. 1 shows a drawing of the displace-
Pulse wave velocity in stroke volume determination from ULF-BCG

The curve. Thus far, only Klensch’s formula has been applied to the records from human subjects, and he found good agreement with stroke volume as determined with the Fick method in normal young subjects under “normal” conditions. In patients, however, “normal” conditions may or may not exist; heart rate, peripheral resistance, systolic ejection time, and pulse wave velocity, for instance, may be quite different from normal. A reliable formula for stroke volume requires either that the results be independent of these quantities or there must be a correction in the formula that allows for a change in these quantities.

Until now this problem has not been clarified. It is, of course, a very complicated one, and it can hardly be expected that all these difficulties can be solved at the same time. Therefore, this investigation was begun by singling out one variable—in this case, pulse wave velocity—and evaluating its effect while keeping the other ones constant. In order to accomplish this aim, we decided to use a hydrodynamic model of the circulatory system, taking for granted the shortcomings of such a model.

Methods

The model used in this work was developed by one of us and is shown in Fig. 2. It is mounted as a whole on a Schwarzer

---

Fig. 1. Schematic representation of an ultralow-frequency displacement record.

Fig. 2. Hydraulic circulatory pump.
achieved by an air-pressure-operated truck windshield wiper which opens and closes two gas taps. One tap operates the air pressure, and the other releases the air pressure in the jar. By arranging the opening and closing times of the two taps and tap 6 in Fig. 2, one can obtain a wide variation of pressure contours and pressure maxima. For this study a bell-shaped pressure contour, beginning and ending at 0 pressure, was used. To obtain different pulse wave velocities a number of different colored strings were wound helically around a rubber tube which lies on the BCG in the shape of the aorta. By systematically cutting the strings (first, one string; then two, three, etc.) it was possible to change the pulse wave velocity in the range from 13.1 M. per second downward to 4.7 M. per second in six steps. The volume of the "heart" could be measured as a function of time, which made it possible to calculate the stroke volume. Samples of records are reproduced in Fig. 3. Pulse wave velocity was calculated from the time delay of two pressure curves recorded simultaneously from the beginning and the end of the aorta.

**Results**

The results are represented in Figs. 4, 5, and 6. In Fig. 4 the amplitude of the "M-peak (a in Klensch’s notation) is

*Canlab catalogue, 1963: No. 74-983
plotted against "stroke volume"; the correlation coefficient, \( r \), when all measured points are included, was +0.74. However, there is a striking dependence on pulse wave velocity when this amplitude measurement is employed, even though a high correlation is present for any single pulse wave velocity.

It has been known for some time that the amplitude of the "J-wave (b) decreases and the "M (a) increases with increasing pulse wave velocity." This phenomenon was also found in our model experiments (Fig. 3). It seemed logical, therefore, to determine whether some linear combination of these wave amplitudes might not be independent of pulse wave velocity. As a first trial, we intuitively took the linear combination \( 2b+a \) (or "I" J + "M). This combination makes the final results considerably less sensitive to inaccurate placement of the base line than are those calculated from the formula of Klenoch,\(^4\) who uses only \( a \) in his formula. As an historical note it should be remarked that Starr\(^11\) employed a similar relationship, viz., \( 2I + J \), in one of his formulas to calculate stroke volume from the HF displacement record.

The results of this combination are given in Fig. 5. There is still some dependence on the pulse wave velocity but much less than in Fig. 4 (correlation coefficient, \( r = +0.989 \)). A different linear combination derived statistically from analog computer measurements shows even less effect of the pulse wave velocity. Using the method of the least squares, and assuming a linear relationship, the coefficients of \( b \) and \( a \) were 2.0 and 0.8, respectively. The correlation coefficient was improved accordingly to +0.994. A plot using these coefficients is given in Fig. 6. It should be noted here that these results give only the ratio between the coefficients. The calibration factor will be introduced in later studies. Fig. 6 shows that the influence of the pulse wave velocity has been eliminated. Work of a similar nature relating to the other three variables (heart rate, peripheral resistance, systolic ejection time) is now in progress, both in model experiments and in patients.

This work should be looked upon as a starting point, the results of which justify further investigation since an essential variable was eliminated by this method.

![Fig. 5. Relation between the linear combination of the "I" and "M" segment amplitudes (or 2b+a) and stroke volume for different pulse wave velocities. Correlation coefficient is +0.989.](image)

![Fig. 6. Same as Fig. 5, but with a different linear combination, 2b+0.8a. Correlation coefficient is +0.994. Dependence on pulse wave velocity is no longer present under these experimental conditions.](image)

However, the very high degree of correlation found in this hydraulic-model work between stroke volume and certain amplitude measurements from ultralow frequency displacement ballistocardiograms should serve to stimulate immediate investigation of this relationship in human beings by the simultaneous measurement of mean stroke volume by indicator-dilution or Fick techniques and displacement bal-
listocardiograms from ultralow-frequency systems; studies of this kind have already begun on a modest scale.

**Summary**

A hydrodynamic model of the systemic circulatory system was mounted on an ultralow-frequency ballistocardiograph (ULF-BCG). The relationship between stroke volume and ballistocardiographic amplitude was investigated for different pulse wave velocities. It was found that the amplitude of the displacement ballistocardiogram, as used by Klensch ("1"M minus "1"J), is strongly correlated to stroke volume; however, the relationship is highly dependent on pulse wave velocity. Closer evaluation of the data showed that there is a combination of amplitude measurements that also gives a strong correlation between amplitude and stroke volume but is now independent of pulse wave velocity.

**REFERENCES**
